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NATIONAL FOREWORD 

This Indian Standard (Part 2) which is identical with ISO 594-2 : 1991 'Conical fittings with a 6% 
(Luer) taper for syringes, needles and certain other medical equipment — Part 2 : Lock fittings', 
issued by the International Organization for Standardization (ISO), was adopted by the Bureau of 
Indian Standards on the recommendation of the Medipal Instruments and Disposables Sectional 
Committee, and approval dl the Medical Equipment dnd Hospital Planning Division Council. 

IS 3234 was originally issued in 1985 andfurst revised in 1979. At the time of its second revision in 
1986, it was split into two parts. IS 3234 (Part 1) which covers the general requirements for conical 
fittings with a 6% (Luer) taper for syringes, needles and other medical equipment is an adopted 
version of ISO 594/1 ^1 986 and is already published. This standard (Part 2) covers the requirements 
for conical lock fittings, which are extensively used on syringes, needles and other medical devices. 
These fittings are interchangeable type and used where a detachable leak-proof joint with positive 
locking arrangement is required to be provided. 

The text of this standard has been approved as suitable for publicatbn as Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear, referring to this standard, they should 
be read as Indian Standard'. 

b) Comma (,) has been used as a decimal marker, while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 



In this adopted standard, reference appears to certain International Standards for which Indian 
Standards also exist. The corresponding Indian Standards which are to be substituted in their place 
are listed below along with their degree of equivalence for the editions indicated: 



International Standard 

ISO 468 : 1 992 Surface roughness — 
Parameters, their values aruJ general 
rules for specifying requirements 

ISO 594^1 : 1 986 Conical fittings with 
a 6%(Luer) taper for syringes, need- 
les and certain other medical equip- 
ment — Part 1 : General 
requirements 

ISO 7886 : 1984 Sterile hypodermk: 
syringm for single use 



Indian Standard 

IS 3073 : 1 967 Assessment of surface 
roughness 

IS3234(Part 1) : 1 966 Conk^al fittings 
with a 6 percent (Luer) taper for syrin- 
ges, needles and other medical 
equipment : Part 1 General require- 
ments (second revision) 

IS 10258 : 1982 Sterile hypodermto 
syTingTO for single use 



Degree of 
Equivalence 

Technically 
equivalent 

Identical 



Technically 
equivalent 



For the purpose of ei^^kJing whether a particular requirement of this standard te complied with, the 
final value, ot)served or cateulated, expressirig the result of a test, shaN be rounded off in accordance 
with IS 2 : 1 960 'Rulm for rounding off numerical yaiues (revteed)'. The number of significant places 
retained in the rounded off value sfK>uldt>e the same as that of the specified value in this standard. 



IS 9294 (Part 2): IMS 
ISO 6(4-2 :1M1 



Indian Standard 

CONICAL FITTINGS WITH A 6% (LUER) 
TAPER FOR SYRINGES, NEEDLES AND 
CERTAIN OTHER MEDICAL EQUIPMENT 

PART 2 LOCK FITTINGS 



1 Scope 

This part of ISO 594 specifies requirements for conicat lock fit- 
tings with a 6 % (Luer) taper for use with hypodermic syrirtges 
and needles and with certain other apparatus for medical use 
e.g. transfusion equipment. 

The requirements apply to frttings made of rigid and of semi- 
rigid materials and include test methods, but exclude provision 
for more flexible or elastomeric materials. 

NOTE — It is not practicable to define the characteristics of rigid or 
semi-rigid materials with precision, but glass and metal may be con- 
sidered as typical rigid nrmterials. In contrast many plastics materials 
may be regarded as semi-rigid although the wall thiclcness is an import- 
ant factor influencing the rigidity of a component. 



ISO 7886 : 1984, Sterife hypodermic syringes for single use. 



3 Dimensions and tolerances 

3.1 Mala and female 6 % (Luer) conical fittings 

The dimensions and tolerances for the male and female fittings 
specified in ISO 594-1 apply to the relevant conical part of the 
fitting described in clause 4 of this part of ISO 594. 



3.2 IMale and female 6 % (Luer) conical lock 
fittings 



2 Normative references 

The following standards contain provisions which, through 
reference in this text, constitute provisions of this part of 
ISO 594. At the time of publication, the editions indicated were 
valid. All standards are subject to revision, and parties to 
agreements based on this part of ISO 594 are encouraged to in- 
vestigate the possibility of applying the most recent editions of 
the standards indicated below. Members of lEC and ISO main- 
tain registers of currently valid International Staruim^. 

ISO 468 : 1982, Surface roughness — Parameters, their values 
and general rules for specifying requirements, 

ISO 594-1 : 1986, Conic^ fittings with a 6 % (Luer) taper for 
syringes, needles and certain other medical equipment — 
Part 1: General requirements. 



3.2.1 Rigid materials 

The dimensions of male and female toctc fittings made of rigid 
materials shall be as shown in figures 1 to 4 and as given in 
table 1. 



3.2.2 Semi-rigid materials 

For components made using semi-rigid materials, because of 
their nature, it is not possible to specify the fitting dimensions 
accurately. Dimensions of comportents made of these materials 
may vary from those designated in figures 1 to 4 and given in 
table 1. However, the parts shall fit gauges made to these 
dimensions and shall nr>eet the specified performance 
requirements when fitted to rigid components made to this 
International Standard. 



IS 3234 (Part 2): IMS 
ISO 8M-2:1991 




Double-Start, right-hand thread 
2,5 mm pitch 



Figure 1 — Male 6 % (Luer) conical lock fitting with permanently 
connected internally threaded collar 




NOTE — For other dinrierwions, see figure 1. 



Rgure 2 - Male 6 % (Luer) conical lock fitting with fotatable 
internally threaded collar 
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A-A 

NOTE - If a female 6 % (Luer) conical lock fitting with lugs in a pl»>e inclined to the axis of fitting is used, the lugs shall form a pwt of the thread form 
shown in figure 4 and comply with clause 3. 



Figura 3 - Female 6 % (Luer) conical lock ffttirm with lugs 
in a plane at right-angles to axis of fitting 



IS 3234 (PMt 2): logs 
ISO 804-2: 1M1 




NOTE — For other dknensions, see figure 3. 

Hgure 4 — Female 6 % (Luer) lock conical fitting with external thread 



Table 1 — Dimensions of 4% (Luer) rigid conical lock fittings 



Dimensions in millimetres 



S^^nbol 


Designatton 


Dimension 


a 


Angle of thread or lug bearing surface against separation with the plane perpendicular to the axis 
of lock fitting 


25^ ^^: 


fi 


Angle of thread or lug non-bearing surface against separation with the plane perpendicular to the 
axis of lock fitting 


25° min. 


E 


Length of male tock fitting 


7,5 min. 


C 


Outside diameter of female k>ck fitting at base of lugs or inside diameter of external thread. This 
diameter shall not be increased for a distance from the hub face of 5,5 mm. 


6,73 max. 


H 


Root (Mameter of the thread of male k>ck fitting 


8 ° 

^ -0.1 


J 


Crest diameter of the tftvead of male k>ck fitting 


72 ^ 


K 


Thread width of nnale k>ck fitting at root 


1 max. 


P 


Projection of nozzle from collar 


2,1 min. 


Q 


Thread crest width of nr>ale k>ck fitting 


0,3 min. 


S 


Lug crest wkith or thread aest wkhh of female k>ck fitting with lugs or external thread 


0.3 min. 


T 


Distance from tip of male lock fitting to the bottom of first complete thread form of the internal 
thread 


3,2 max. 


V 


Chord length at base of lug in a plane at right-angles to axis of fitting only, to be measured on a 
chord of a circle whose diameter is J min. (7,0 mm) 


3,5 max. 


W 


Chord length at extremity of lug in a plane at right-angles to axis of fitting only (H' shall not be 
greater than V) 


2,71 min. 


X 


Distance from axis of female lock fitting to extremity of lug 




IX 


Outside diameter across the lugs or external thread 


7^83 _S, 


Y 


Width of base of lug (axial) or thread at base, of female tock fitting to be measured at a point 
corresponding to an outside diameter equal to G max. (6,73 max.) 


1,2 max. 


Pitch 


Nominal pitch of double-start, right-hand thread of female lock fitting - 5 mm lead 


2,5 



IS 3234 (Part 2): IMS 
ISO 594-2 : 1991 



4 Requirements 



4.1 Gauging 



When tested with the appropriate gauge, the conical part of 
the k>ck fittings shall comply with ISO 5d4-1. 



NOTE - Materials used for fittings should be resistant to stress crack- 
ing in environments likely to be encountered in use (e.g. when in con- 
tact with solvents, surface active agents, etc.). 



5 Test methods 



4.2 Leakage 



4.2,1 Uquid leakage 



When the fitting is tested in accordance with 5.2, there shall be 
no leakage sufficient to form a falling drop. 



4.2.2 Air leakage 

When the fitting is tested in accordance with 5.3, there shall be 
no signs of continued forntation of air bubbles. Bubbles formed 
during the first 5 s shall be disregarded. 



4,3 Separation force 

When the fitting is tested in accordance with 5.4, it shall remain 
attached to the reference fitting. 



4.4 Unscrewing torque 

When the fttting is tested in accordance with 5.5, it shall renuun 
attached to the reference fitting. 



4.5 Ease of assembly 

When the fitting under test Is mounted by hand on the 
appropriate reference fitting in accordance with 5.6, the folbw- 
ing criterion, as appropriate, shall be satisfied: 

a) rigid fittings: no resistance should be observed until the 
taper of the fitting under test and the reference fitting fit 
together securely; 

b) semi-rigid fittings: a satisfactory fit shall be achieved by 
applying an axial force not exceeding 20 N while applying a 
torque not exceeding 0,08 Nm. 



S.1 General 

Tests shirti be carried out using the appropriate reference 
fitting; reference fittings are shown in figures 5 to 8. The 
reference fittmgs shall be manufactured from hardened 
corrosion-resistant materials with a surface roughness value, 
R^ not exceedff^g 0,8 |im (see ISO 468) on critical surfaces. 
The dimensions of the male and female components of these 
fittings shall be in accordance with those specified in 
ISO 594-1 : 1966, figures 4 and 5. 



5.2 Liquid leakage from fitting assembly under 
pressure 

5.2.1 Connect the fitting to be tested to a reference fitting, 
the dimensions of which are in accordance with those shown 
in figure 5 or 7, as appropriate. Dry both fittings. Assemble the 
fittings by applying an axial force not exceeding 27,5 N while 
applying a torque not exceeding 0,12 N-m. 

5.2.2 Introduce water into the assembly and expel the air. 
Ensure that the outside of the fitting assembly is dry. 

5.2.3 With the axis of the lock fitting horizontal, seal the 
assembly outlet and bring the intemal water pressure to an 
effective pressure not less than 300 kPa and maintain the 
pressure for 30 s. 

If the intended use is on a device employing higher pressure, 
then this shall be taken into consideration during testing. 

5.3 Air leakage into fitting assembly during 
aspiration 

NOTE ~ Other validated test methods (e.g. methods involving 
automatic testing) may be used if good correlation is shown with the 
reference test below. In cases of dispute, the method given in this part 
of ISO 594 is the referee method. 



5.3.1 Male fitting 



4.6 Resistance to overriding 

When the fitting is tested in accordance with 5.7, the reference 
fitting shall not override the threads or lugs of the fitting under 
test. 



5.3.1.1 Connect the male fitting to a female reference fitting, 
the dimensions of which are in accordance with those shown 
in figure 5. Dry both fittings. Connect the male fitting to the 
female reference fitting by applying an axial force not 
exceeding 27,5 N while applying a torque not exceeding 
0,12 Nm. 



4.7 Stress cracking 

When the fitting is tested in accordance with 5.8 there shall be 
no evidence of stress cracking of the fitting. 



5.3.1.2 Connect the female reference fitting, via a leakproof 
joint of minimal volume to a syringe which has previously 
passed the test for leakage past the piston during aspiration in 
accordance with ISO 7886. 



iS 3234 (Part 2): 1095 
ISO 504*2 : 1001 



B«3,1,3 Draw intQ the springe, through the a^emhjy, a 
volume of recently botted and cooled water exceeding 25 % of 
the graduated capacity of the syringe. Avoid wetting the out- 
side of the assembly. 



5.5 Unscrewing torque of fitting assembly 

5.5.1 Follow the same assembly procedure as specified in 
5.4.1. 



5.3.1.4 Expel air except for a small residual air bubble and 
adjust the volume of water in the syringe to 25 % of the 
graduated capacity. 

5^.1.5 Occlude the device below the fitting assembly. WTith 
the nozzle of the syringe downwards, withdraw the plunger to 
nominal capacity and hold for 15 s. 



6.3.2 Female fitting 

Follow the same test procedure as specified in 5.3.1, but using 
a syringe with a male reference fitting, the dimensions of which 
are in accordance with those shown in figure 7, to mate with 
the female fitting under test. 



5.4 Separation force of fitting assembly 



5.4.1 Connect the fitting to be tested to a reference fitting, 
the dimensions of which are in accordance with those shown in 
figures 6 or 8 as appropriate; follow the same assembly pro- 
cedure ^ pacified In 5.2.1 for liquid leakage testing. 



5.4.2 Apply an axial force progressively up to 35 N In a direc- 
tion away from the test fixture. Apply the force at a rate of 
approximatwy 1G N/s and maintain It for not less than 1G s. Do 
not apply any force in other directions or inertial loading. 



5.5.2 Apply an unscrewing torque not less than 0,02 N-m to 
the assembly and maintain for not less than 10 s. Do not apply 
any force in other directions or inertial loading. 

5.6 Ease of assembly 

Mount by hand the fitting under test on the male or female 
reference fitting (see figures 5 and 7) as appropriate. For rigid 
fittings, assemble the fittings securely; for semi-rigid fittings, 
apphy an axial force not exceeding 20 N together v*'ith a torque 
not exceeding 0,06 N*m. 

5.7 Resistance to overriding 

Follow the same procedure as specified in 5.2.1 for liquid 
leakage testing, but using the appropriate reference fitting 
shown in figure 6 or S; apply a torque not less than Q, 1 5 N m to 
the fitting under test and hold constant for 5 s. 

5.8 Stress cracking 

5.8.1 Connect the fitting to be tested to a reference fitting, 
the dimensions of which are in accordance with those shown in 
figures 5 and 7, as appropriate. Dry both fittings. Assemble the 
fittings by applying an axial force not less than 27,5 N for 5 s 
while applying a torque not less than 0,12 N-m. 

5.8.2 Allow the fittings to remain assembled for 48 h at 
20 ^'C ± 5 °C. 

NOTE — The use of 27 °C ± 5 ®C is accepted as an alternative to 
20 °C ± 5 °C for tropical countries. 
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Dimensions in millimetres 
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NOTE - All outside edges (unless specified) of lug or thread form shall have a radius between 0^5 mm and 0,2 mm. 



Figure 5 — Female reference conical fitting for testing male 6 % (Luer) lock fittings for leakage, 
ease of assembly, unscrewing torque and stress cracking (see 5.2, 5.3, 5.5, 5.6 and 5.8) 
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Dimensions in millimetres 

RO.Sroax. 



♦ 0,01 
, 06,25 

m 




A-A 



NOTE - AH outside edges (unless specified) of lug or thread form shall have a radius twtween 0,15 mm and 0,2 mm. 



nour* • - Fwnal* r^arMC* conical fittlna for toMing male S % (Luar) lock fittings for aaparation 
forea and raaiatanca to ovarriding (see 5.4 and 5.7) 
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Oimeniions in millimetres 



♦ 0.02 
^7,9 



♦0,005 
07 



^^DouWe-start, rigN-hand thread - 
2,5 mm pitch 




1) Maximum distance from tip of male lock fittkig to the bottom of first complete thread form of the internal thread (aee T in table 1). 



Rgur« 7 * fMm referwiM conical ftttiiHi lor tostlng fotnaio 6 % (Uior) lock fittings for iMkagc, 
I of ataambiy. unacrawing toniua and straaa cracking (see 5.2, 5.3, 5.5, 5.6 and 5.8) 



Dimensions in millimetres 



8-0,02 Double-start, right-hand thread - 




1) Maximum distance from tip of male lock fitting to the bottom of first complete thread form of the internal thread (see T in table 1). 

Rgura 8 — Mala rafarance conical fitting for testing fomala 6 % (Uiar) lock fittings for separation 
force and resistance to overriding (see 5.4 and 5.7) 
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